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 CORRIGENDUM No: 1 

to the 

CONTRACT NOTICE and TENDER DOSSIER 
  

Contract Title:  Supply of Personal Protective Equipment and Consumables 

Publication Reference:  SIHHAT/2021/SUP/INT/04 

 

DOC.: Document 

ART: Article 

CN: Contract Notice / c2_contractnotice_en 

ITT: Instructions to Tenderers / c4b_itt_en 

DC: Draft Contract 

SC: Special Conditions 

ACG: Administrative Compliance Grid / c4j_admingrid_en.docx 

App: Appendix D: Manufacturer or Distribution’s Authorization 

App: Appendix A: Delivery Points List 

BB: Annex IV: Budget breakdown (Model financial offer) / c4g_annexivfinoffer_en 

TS: Annex II + III: Technical Specifications + Technical Offer / c4f_annexiitechspeciiitechoffer_en  
 

 

 

# 
DOC 

LOT 

# 

ART 

/ 

ITEM 

FORMER TEXT / DOCUMENT(S) SHALL READ AS NEW TEXT / DOCUMENT(S) 

1 ACG - 22 

Tenderer that does not manufacture or produce the Goods it 

offers to supply shall submit the Manufacturer’s Authorization 

Certificate. 

Tenderer that does not manufacture or produce the Goods it 

offers to supply shall submit the Manufacturer or Distributor’s 

Authorization Certificate. (as duly signed Appendix D: 

Manufacturer or Distributor’s Authorization) 

2 
App - Appendix 

D 

- 

(New Appendix has been added.) 
Appendix D: Manufacturer or Distributor’s Authorization 

3 
App Lot 2 Appendix 

A 

Column 41: FFP2 N95 Mask  

Form: Box (50) 

Quantity: 300.000 

Column 41: FFP2 N95 Mask  

Form: Piece 

Quantity: 300.000 

4 
App Lot 2 Appendix 

A 

Column 43:  Ethyl Alcohol 

Form: 1 Liter  

Quantity: 20.000 

Column 43:  Ethyl Alcohol 

Form: Liter 

Quantity: 20.000 



Page 2 of 11 

5 
App Lot 2 Appendix 

A 

Column 44: Tool Disinfecting Spray 

Form: Liter  

Quantity: 100.000 

Column 44: Cleaner and  Disinfecting Spray for Tools 

Form: Liter 

Quantity: 100.000 

6 
App Lot 3 Appendix 

A 

Column 23: Toilet Paper 

Form: Piece  

Quantity: 225.000 

Column 23: Toilet Paper 

Form: Roll  

Quantity: 225.000 

7 
App Lot 3 Appendix 

A 

Column 24:  Z Folded Paper Towel Apparatus 

Form: Roll  

Quantity: 2000 

Column 24:  Z Folded Paper Towel Apparatus 

Form: Piece  

Quantity: 2000 

8 

App Lot 4 Appendix 

A 

Column 49:  Extraction Forceps for Mandibular Molar Primary 

Teeth 

Form: Piece  

Quantity: 150 

Column 49:  Extraction Forceps for Maxillary Primary 

Incisors 
Form: Piece  

Quantity: 150 

9 

App Lot 4 Appendix 

A 

Column 61:   Extraction Forceps for Adult Maxillary Wisdom 

Teeth 

Form: Piece  

Quantity: 150 

Column 61:   Extraction Forceps for Adult Mandibular 

Wisdom Teeth 

Form: Piece  

Quantity: 150 

10 
App Lot 4 Appendix 

A 

Column 62: Dental Injector 2ml 

Form: Box  

Quantity: 2500 

Column 62: Dental Injector 2ml 

Form: Piece  

Quantity: 250000 

11 
App Lot 4 Appendix 

A 

Column 63: Injector 5ml 

Form: Box  

Quantity: 600 

Column 63: Injector 5ml 

Form: Piece  

Quantity: 60000 

12 
App Lot 4 Appendix 

A 

Column 104:  Local Anaesthetic Solution 

Form: Box  

Quantity: 15000 

It has been removed. 

13 
App Lot 4 Appendix 

A 

Column 105:  Topical Anaesthetic Spray 

Form: Box  

Quantity: 250 

It has been removed. 

14 

CN ART 15 
15. Period of implementation of tasks 

The implementation period for the contracts under all lots will last 60 

(sixty) calendar days; starting on the following date of countersignature 

of the contract and ending with provisional acceptance. The 

implementation period will include supply and delivery and provisional 

acceptance. 

15. Period of implementation of tasks 

The implementation period for the contracts under all lots will last 90 

(ninety) calendar days; starting on the following date of 

countersignature of the contract and ending with provisional 

acceptance. The implementation period will include supply and 

delivery and provisional acceptance. 
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15 

ITT Lot 2 1.1. 
Lot 2 - Medical Consumables 1 

No Description Form Quantity 
2.41 FFP2 N95 Mask Box (50) 300.000 

2.43 Ethyl Alcohol 1 Liter 20.000 

2.44 Tool  Disinfecting 

Spray 

Liter 100.000 

 

Lot 2 - Medical Consumables 1 

No Description Form Quantity 

2.41 FFP2 N95 Mask Piece 300.000 

2.43 Ethyl Alcohol Liter 20.000 

2.44 Cleaner and  

Disinfecting 

Spray for Tools 

Liter 100.000 

 

16 

ITT Lot 3 1.1. 
Lot 3 - Medical Consumables 2 

No Description Form Quantity 
3.23 Toilet Paper Piece 225.000 

3.24 Z Folded Paper 

Towel Apparatus 

Roll   2.000 

 

Lot 3 - Medical Consumables 2 

No Description Form Quantity 
3.23 Toilet Paper Roll  225.000 

3.24 Z Folded Paper 

Towel Apparatus 

Piece   2.000 

 

17 

ITT Lot 4 1.1. Lot 4 - Dental Consumables 

No Description Form Quantity 
4.62 Dental Injector 2ml Box 2500 

4.63 Injector 5ml Box 600 
 

Lot 4 - Dental Consumables 

No Description Form Quantity 
4.62 Dental Injector 2ml Piece 250000 

4.63 Injector 5ml Piece 60000 
 

18 

ITT Lot 4 1.1. Lot 4 - Dental Consumables 

No Description Form Quantity 
4.104 Local Anaesthetic 

Solution 
Box 15.000 

4.105 Topical 

Anaesthetic Spray 
Box 250 

 

These items have been removed 

19 

ITT Lot 4 1.1. Lot 4 - Dental Consumables 

No Description Form Quantity 
4.49 Extraction Forceps for 

Mandibular Molar Primary Teeth 
Piece 150 

4.61 Extraction Forceps for Adult 

Maxillary Wisdom Teeth 
Piece 150 

 

Lot 4 - Dental Consumables 

No Description Form Quantity 
4.49 Extraction Forceps for Maxillary 

Primary Incisors 
Piece 150 

4.61 Extraction Forceps for Adult 

Mandibular Wisdom Teeth 
Piece 150 

 

20 

ITT 

- 

1.1. … in 4 lots to the places at the provinces of Turkey where supplies are 

to be delivered, within 60 (sixty) calendar days as also mentioned 

under Special Conditions, DDP , in accordance with point 15 of the 

Contract Notice…. 

… in 4 lots to the places at the provinces of Turkey where supplies are 

to be delivered, within 90 (ninety) calendar days as also mentioned 

under Special Conditions, DDP , in accordance with point 15 of the 

Contract Notice…. 

21 ITT - 
11./11.3 

Part 3 

11.3.m. Tenderer that does not manufacture or produce the 

Goods it offers to supply shall submit the Manufacturer’s 

Authorization Certificate. 

11.3.m. Tenderer that does not manufacture or produce the 

Goods it offers to supply shall submit the Manufacturer or 

Distributor’s Authorization Certificate. (as duly signed list 

and their annexes registration documents - Appendix D). 
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22 DC Lot 2  1.1. 

Lot 2 - Medical Consumables 1 

No Description Form Quantity 
2.41 FFP2 N95 Mask Box (50) 300.000 

2.43 Ethyl Alcohol 1 Liter 20.000 

2.44 Tool  Disinfecting 

Spray 

Liter 100.000 

 

Lot 2 - Medical Consumables 1 

No Description Form Quantity 

2.41 FFP2 N95 Mask Piece 300.000 

2.43 Ethyl Alcohol Liter 20.000 

2.44 Cleaner and  

Disinfecting 

Spray for Tools 

Liter 100.000 

 

23 DC Lot 3 1.1. 

Lot 3 - Medical Consumables 2 

No Description Form Quantity 
3.23 Toilet Paper Piece 225.000 

3.24 Z Folded Paper 

Towel Apparatus 

Roll   2.000 

 

Lot 3 - Medical Consumables 2 

No Description Form Quantity 
3.23 Toilet Paper Roll  225.000 

3.24 Z Folded Paper 

Towel Apparatus 

Piece   2.000 

 

24 DC Lot 4  

1.1. Lot 4 - Dental Consumables 

No Description Form Quantity 
4.62 Dental Injector 2ml Box 2500 

4.63 Injector 5ml Box 600 
 

Lot 4 - Dental Consumables 

No Description Form Quantity 
4.62 Dental Injector 2ml Piece 250000 

4.63 Injector 5ml Piece 60000 
 

25 DC Lot 4  

1.1. Lot 4 - Dental Consumables 

No Description Form Quantity 
4.104 Local Anaesthetic 

Solution 
Box 15.000 

4.105 Topical 

Anaesthetic Spray 
Box 250 

 

These items have been removed 

26 DC 

Lot 4 1.1. Lot 4 - Dental Consumables 

No Description Form Quantity 
4.49 Extraction Forceps for 

Mandibular Molar Primary Teeth 
Piece 150 

4.61 Extraction Forceps for Adult 

Maxillary Wisdom Teeth 
Piece 150 

 

Lot 4 - Dental Consumables 

No Description Form Quantity 
4.49 Extraction Forceps for Maxillary 

Primary Incisors 
Piece 150 

4.61 Extraction Forceps for Adult 

Mandibular Wisdom Teeth 
Piece 150 

 

27 SC ART 19.1 

Article 19 Period of implementation of the tasks 

19.1 The supply, delivery and provisional acceptance of goods will 

be completed within 60 (sixty) calendar days for all lots starting from 

the date of commencement of the contract. 

Article 19 Period of implementation of the tasks 

19.1 The supply, delivery and provisional acceptance of goods 

will be completed within 90 (ninety) calendar days for all lots starting 

from the date of commencement of the contract. 
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28 

BB Lot 2 2.41.  

and  

2.44 

Lot 2 - Medical Consumables 1 

No Description Form Quantity 
2.41 FFP2 N95 Mask Box (50) 300.000 

2.43 Ethyl Alcohol 1 Liter 20.000 

2.44 Tool  Disinfecting 

Spray 

Liter 100.000 

 

Lot 2 - Medical Consumables 1 

No Description Form Quantity 

2.41 FFP2 N95 Mask Piece 300.000 

2.43 Ethyl Alcohol Liter 20.000 

2.44 Cleaner and  

Disinfecting 

Spray for Tools 

Liter 100.000 

 

29 

BB Lot 3 3.23.  

and  

3.24 

Lot 3 - Medical Consumables 2 

No Description Form Quantity 
3.23 Toilet Paper Piece 225.000 

3.24 Z Folded Paper 

Towel Apparatus 

Roll   2.000 

 

Lot 3 - Medical Consumables 2 

No Description Form Quantity 
3.23 Toilet Paper Roll  225.000 

3.24 Z Folded Paper 

Towel Apparatus 

Piece   2.000 

 

30 

BB Lot 4 4.62.  

and  

4.63. 

Lot 4 - Dental Consumables 

No Description Form Quantity 
4.62 Dental Injector 2ml Box 2500 

4.63 Injector 5ml Box 600 
 

Lot 4 - Dental Consumables 

No Description Form Quantity 
4.62 Dental Injector 2ml Piece 250000 

4.63 Injector 5ml Piece 60000 
 

31 

BB Lot 4 4.104.  

and  

4.105. 

Lot 4 - Dental Consumables 

No Description Form Quantity 
4.104 Local Anaesthetic 

Solution 
Box 15.000 

4.105 Topical 

Anaesthetic Spray 
Box 250 

 

These items have been removed 

32 

BB Lot 4 4.49 

and  

4.61 

Lot 4 - Dental Consumables 

No Description Form Quantity 
4.49 Extraction Forceps for 

Mandibular Molar Primary Teeth 
Piece 150 

4.61 Extraction Forceps for Adult 

Maxillary Wisdom Teeth 
Piece 150 

 

Lot 4 - Dental Consumables 

No Description Form Quantity 
4.49 Extraction Forceps for Maxillary 

Primary Incisors 
Piece 150 

4.61 Extraction Forceps for Adult 

Mandibular Wisdom Teeth 
Piece 150 

 

33 
TS Lot 1 1.1.4.24. 

-  
As a new item: 

1.1.4.24. There should be a collar tag in accordance with 

international legislation. 

34 TS Lot 1 1.3.4.8. It must contain polycarbonate, polyethylene or PVC. It must contain polycarbonate or polyethylene or PVC. 

35 TS Lot 2 2.4. Silk Suture Atraumatic No: 3/0 25±3 mm 3/8 Sharp 45 cm 
Silk Suture Atraumatic No: 3/0 25±3 mm 3/8 Sharp at least 45 

cm 
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36 TS Lot 2 2.4.4.21. It’s number should be 3/0 25±3 mm 3/8 Sharp 45 cm. It’s number should be 3/0 25±3 mm 3/8 Sharp at least 45 cm. 

37 

TS Lot 2 2.10.4.3. The width should be 10 cm (± 0.5 cm), the length should be 200 

cm (± 3%) at least without tension. It should not stretch 

transversely, it should stretch longitudinally and longitudinal 

extension should be preserved for a long time. It should stretcj 

by 121% and over. 

The width should be 10 cm (± 2 cm), the length should be 200 

cm (± 3%) at least without tension. It should not stretch 

transversely, it should stretch longitudinally and longitudinal 

extension should be preserved for a long time. It should stretcj 

by 121% and over. 

38 TS Lot 2 2.21.4.1. Should be without gasket and for single use. Should be with gasket and for single use. 

39 TS Lot 2 2.22.4.1. Should be without gasket and for single use. Should be with gasket and for single use. 

40 TS Lot 2 2.23.4.1. Should be without gasket and for single use. Should be with gasket and for single use. 

41 TS Lot 2 2.24. - 
As a new item: 

2.24.4.8. Its dimension should be 10 m x 10 cm(±1mm) 

42 TS Lot 2 2.26 IV Cannula 22 G, Blue IV Cannula 22 G, Blue or IV Cannula 24 G, Yellow 

43 TS Lot 2 2.26.4.9. It should be blue, 22G. It should be blue, 22G or yellow, 24G 

44 TS Lot 2 2.32.4.6. The width should be 10 cm (± 0.5 cm), the length should be 5 

cm (± 3%). 

The width should be 10 cm (± 0.5 cm), the length should be 5 m 

(± 3%). 

45 TS Lot 2 2.33.4.6. The width should be 20 cm (± 0.5 cm), the length should be 5 

cm (± 3%). 

The width should be 20 cm (± 0.5 cm), the length should be 5 m  

(± 3%). 

46 
TS Lot 2 2.39.4.6. It should not stick on the gloves and surgical tolls and use of 

cauterizing device should be able to be provided with the 

material and this should be certificated by testing. 

It should not stick on the gloves and surgical tolls and use of 

cauterizing device should be able to be provided with the 

material. 

47 TS Lot 2 2.44.4.2. 

It must contain 5% hydrogen peroxide, a minimum 9% ethanol 

to ensure rapid drying and tensioactive agent per cleaning 

features. 

The product should contain glucoprotamine, alcohol or amine. 
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48 TS Lot 2 2.44.4.4. 

It must have high antimicrobial efficacy; effective on multidrug-

resistant bacteria (Klebsiella, MRSA, Acinetobacter, VRE, P. 

aeurginosa, S. aureus, E. coli, Enterococcus hirae) in 

contaminated sites as per EN 13727 and EN 13697 standards, 

yeast (C. albicans) and fungi (Candida albicans, Aspergillus 

niger) in contaminated sites as per EN 13624 and EN 13697 

standards, tuberculocide (Mycobacterium terrae) as per EN 

14348 and EN 14563 B. subtilis, C. difficile, C. difficile VO 27 

spores as per EN 13697 standards, non-enveloped viruses 

(Adenovirus, Poliovirus, Murine Norovirus) as per EN 14476 

and enveloped viruses (PRV [HBV model virus], BVDV [HCV 

model virus]). 

 

It must have high antimicrobial efficacy; effective on 

multidrug-resistant bacteria (Klebsiella, MRSA, Acinetobacter, 

VRE, P. aeurginosa, S. aureus, E. coli, Enterococcus hirae) in 

contaminated sites as per EN 13727 and EN 13697 standards, 

yeast (C. albicans) and fungi (Candida albicans, Aspergillus 

niger) in contaminated sites as per EN 13624 and EN 13697 

standards, tuberculocide (Mycobacterium terrae) as per EN 

14348 and EN 13697 standards, non-enveloped viruses 

(Adenovirus, Poliovirus, Murine Norovirus) as per EN 14476 

and enveloped viruses (PRV [HBV model virus], BVDV [HCV 

model virus]). 

49 TS Lot 2 2.44.4.6. 

As per EN 16615 standard; bactericidal (P. aeruginosa, S. 

aureus, E. hirae), fungicidal (C. albicans, A. brasiliensis) and 

sporicidal efficacy (B. subtilis, B. cereus) in contaminated sites 

must be tested and documented in tender dossiers. 

As per EN 16615 standard; bactericidal (P. aeruginosa, S. 

aureus, E. hirae), fungicidal (C. albicans, A. brasiliensis) in 

contaminated sites must be tested and documented in tender 

dossiers. 

50 TS Lot 2 2.44.4.11. 

Material compliance test must be carried out in 50 cycles in 

which the product is applied onto a surface for 5-30 minutes, and 

these tests must be reported in tender dossiers. 

This item has been removed. 

51 TS Lot 2 2.44.4.13. 
It must come in a 1-lt original package with locked lid; each 

parcel must contain 1 foaming pump sprayer per 2 products. 

It must come in a 1000 ml or 750 ml original package with locked lid; 

each parcel must contain 1 foaming pump sprayer per 2 products. If 

each parcel has foaming pump sprayer there is no need locked lid. 

52 TS Lot 2 2.44.4.15. 
It must meet the requirements of 93/42/EEC directives and PTS 

registration must be documented.   

It must meet the requirements of 93/42/EEC directives or PTS 

registration or biocidal license must be documented.   

53 TS Lot 2 2.45. Alcohol-Based Hygienic and Surgical Hand Sanitizer Hand Disinfectant 

54 
TS Lot 2 2.45.4.14. It must conform to Biocidal Regulation 98/8/EC. It must have a 

“Biocidal Products License” issued by the Directorate General 

for Public Health. 

It must have a “Biocidal Products License” issued by the Ministry of 

Health. 

55 TS Lot 2 2.46.4. - 
As a new item: 

2.46.4.11.  It should be provided in 5-liter plastic cans 

56 TS Lot 2 2.47.4. - 
As a new item: 

2.47.4.10.   It should be provided in 5-liter plastic cans 

57 TS Lot 3 3.1. - 
As a new item: 

3.1.4.8.  Its dimension should be 0,40 x 40 mm or 0,40 x 50mm. 



Page 8 of 11 

58 TS Lot 3 3.2.4. - 
As a new item: 

3.2.4.18. It should be PVC and should be suitable for adult use. 

59 TS Lot 3 3.2.4. - 

As a new item: 

3.2.4.19.  With the device in the original package should have 

below content; 

- Standard size bellows catheter mount with a plug that 1    

aspiration catheter can enter, 

- 1 fixation fixator to the body, 

- 1 piece of at least 3 m oxygen connection hose. 

60 TS Lot 3 3.2.4.6. Ventilation count of the patient should be able to be adjusted on 

the device. 

Ventilation count of the patient and frequency and CmH2O 

should be able to be adjusted on the device. 

61 
TS Lot 3 3.2.4.8. One disposable bacteria filter with a protective feature by 

99.99% should exist at the inspiration exit of the device; extra 

filter should not be required. 

FiO2 rate can be adjusted as 50% or 100% during ventilation, and the 

device should not be required to be separated from the air source for 

adjustment. 

62 
TS Lot 3 3.2.4.10. There should be one “male” fixator which may be fixed onto the 

body to achieve stabilization of the device during patient 

transport and a “female” fixator should exist on the device.   

There should be an adhesive fixator to fix the device to the body 

during patient transport, and there should be a monoblock fixation 

apparatus on the device to be compatible with this fixator. 

63 
TS Lot 3 3.2.4.11. There should be one “male” fixator which may be fixed onto the 

body to achieve stabilization of the device during patient 

transport and a “female” fixator should exist on the device.   

This item has been removed. 

64 TS Lot 3 3.2.4.12. A safety valve should exist on the device. This valve should 

allow air discharge in case of high pressure (=/˃45 CmH₂O) 
The safety valve on the device should be active in the pressure range 

of 55-60 CmH2O. 

65 

TS Lot 3 3.7.4.12. The Mask should provide FIO2 with following rates; 

4LPM /   39-44% 

6LPM /    49-55% 

8LPM /    59-63% 

10LPM /  68-73% 

12LPM /   73-77% 

≥15LPM / 80-85%. 

The Mask should provide FIO2 with following rates; 

4LPM /   45-47% 

6LPM /    56-68% 

8LPM /    64-74% 

10LPM /  70-77% 

12LPM /   70-81% 

≥15LPM / 72-83%. 

66 
TS Lot 3 3.8.4.7. There should be a connector where both oxygen and nebule tank 

may be assembled under the mask. 

There should be a connector nebule tank may be assembled 

under the mask. 
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67 

TS Lot 3 3.8.4.12. The Mask should provide FIO2 with following rates; 

4LPM /   39-44% 

6LPM /    49-55% 

8LPM /    59-63% 

10LPM /  68-73% 

12LPM /   73-77% 

≥15LPM / 80-85%. 

This item has been removed. 

68 TS Lot 3 3.10.4.7. It must be made of transparent material and come in  It must be made of transparent material and come in  

3 sizes (small, medium, large). 

69 TS Lot 3 3.10.4.8. It should be 3 sizes (small, medium, large).  It must offer minimum 3 cm visibility range. 

70 TS Lot 3 3.10.4.9. It must offer minimum 3 cm visibility range. Raw material of the product must have fracture resistance 

which is preferably GPSS. 

71 TS Lot 3 3.10.4.10. Raw material of the product must have fracture resistance which 

is preferably GPSS.  

Instruction manual must be available on specula packages in 

Turkish. 

72 
TS Lot 3 3.10.4.11. Instruction manual must be available on specula packages in 

Turkish.  

Specula must be registered with the Republic of Turkey 

Medical Devices and Drugs Database and certified by the 

Ministry of Health. 

73 
TS Lot 3 3.10.4.12. Specula must be registered with the Republic of Turkey Medical 

Devices and Drugs Database and certified by the Ministry of 

Health.  

Specula packages must bear barcode numbers issued by the 

National Data Bank. 

74 TS Lot 3 3.10.4.13. Specula packages must bear barcode numbers issued by the 

National Data Bank.  
All products offered must have approved CE certification. 

75 TS Lot 3 3.31 3.31 Ultrasound Paper 3.32 Ultrasound Paper 

76 TS Lot 3 3.32.4.2. It should be original.  
It should be original or equivalent or suitable/compatible 

product. 

77 TS Lot 4 4.3. Son Sond 

78 

TS Lot 4 

4.7.4.2. 

Two different sized tools should be provided. Each package 

should contain 10 pieces. 5 of the cement pluggers should have a 

tip size between 1.2 and 1.6 mm and the other 5 should have a 

tip size between 2 and 2.5 mm. 

Two different sized tools should be provided. Each package 

should contain 10 pieces. 5 of the cement pluggers should have 

a tip size between 1.2 and 1.7 mm and the other 5 should have a 

tip size between 2 and 2.5 mm. 

79 

TS Lot 4 

4.9.4.2. 

Two different sized tools should be provided. Each package 

should contain 6 pieces. 3 of the cement pluggers should have a 

tip size between 1.4 and 1.9 mm and the other 3 should have a 

tip size between 2.5 and 3.0 mm. 

Two different sized tools should be provided. Each package 

should contain 6 pieces. 3 of the cement pluggers should have a 

tip size between 1.4 and 2.0 mm and the other 3 should have a 

tip size between 2.4 and 3.0 mm. 
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80 TS Lot 4 4.10.4. 

4.10.4.5. It should have a soft grip. 

4.10.4.5. 
Exteriors should not be plated. It should 

be made of stainless steel.  

4.10.4.5. 
Sterilizer should be resistant to autoclave 

and sterilization with chemical solution.  
 

4.10.4.5. It should have a soft grip. 

4.10.4.6. 
Exteriors should not be plated. It should 

be made of stainless steel.  

4.10.4.7. 
Sterilizer should be resistant to autoclave 

and sterilization with chemical solution.  
 

81 TS Lot 4 4.12.4.3. 
It should contain at least 44.5% of silver (Ag), at least 17% of 

tin (Sn) and at least 11% of copper (Cu). Maximum Hg content 

of the composite should be 53% by weight. 

It should contain at least 44.5% of silver (Ag), at least 17% of 

tin (Sn) and at least 11% of copper (Cu). 

82 TS Lot 4 4.13. Amalgam Capsule of 2 Doses Amalgam Capsule of 3 Doses 

83 TS Lot 4 4.13.4.1. 
Each capsule should contain 2 doses and capsules of 2 doses 

should contain at least 560 mg of amalgam powder. 

Each capsule should contain 3 doses and capsules of 3 doses 

should contain at least 760 mg of amalgam powder. 

84 TS Lot 4 4.13.4.3. 
It should contain at least 44.5% of silver (Ag), at least 17% of tin 

(Sn) and at least 11% of copper (Cu). Maximum Hg content of 

the composite should be 53% by weight. 

It should contain at least 44.5% of silver (Ag), at least 17% of 

tin (Sn) and at least 11% of copper (Cu). 

85 TS Lot 4 4.14.4.9. 
Boxes should contain 100 wedges in various sizes in total and 

have color distinction. 

Boxes should contain at least 100 wedges in various sizes in 

total and have color distinction. 

86 TS Lot 4 4.16.4.11. Each package should contain at least 100 sheets. Each package should contain at least 72 sheets. 

87 TS Lot 4 4.19.4.4. 
Its filler content should be at least 78% by weight and at least 

60% by volume. 

Its filler content should be at least 78% by weight and at least 

58% by volume. 

88 TS Lot 4 4.20.4.11. The product should release fluorine. The item has been removed. 

89 TS Lot 4 4.24.4.1. 
Length of the tip with cutter diamond burs should be 2.3 mm and 

size of the product should be 018. 

Length of the tip with cutter diamond burs should be between 

1.6 mm - 2.3 mm and size of the product should be 018. 

90 TS Lot 4 4.49  Extraction Forceps for Mandibular Molar Primary Teeth Extraction Forceps for Maxillary Primary Incisors 

91 TS Lot 4 4.53.4 - 

As a new item: 

4.53.4.17. Extraction forceps for adult maxillary incisors and 

canines should be DG 005R specified in the Aesculap 

Catalogue, or its equivalent. 

92 TS Lot 4 4.54. Extraction Forceps for Adult Maxillary Incisors And Canines 
Extraction Forceps for Adult Mandibular Incisors And 

Canines 

93 TS Lot 4 4.54.4.17 
Extraction forceps for adult mandibular incisors and canines 

should be DG 733R specified in the Aesculap Catalogue, or its 

equivalent. 

This item has been removed. 
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All other terms and conditions of the contract notice and tender dossier remain unchanged. The above alterations and /or corrections are integral part of the 

contract notice and tender dossier. 

94 TS Lot 4 4.61. Extraction Forceps for Adult Maxillary Wisdom Teeth Extraction Forceps for Adult Mandibular Wisdom Teeth 

95 TS Lot 4 4.62.4.18 Every box should contain at least 100 dental injectors. 
Every box should contain at least 100 dental injectors. Total 

250000 injectors should be provided. 

96 TS Lot 4 4.63.4.14 Every box should contain at least 100 dental injectors. 
Every box should contain at least 100 dental injectors. Total 

60000 injectors should be provided. 

97 TS Lot 4 4.66.4.4. 
A total of 6 files numbered 15-20-25-30-35-40 should be placed 

in each set. 

A total of 6 files numbered 45-50-55-60-70-80 should be placed 

in each set. 

98 TS Lot 4 4.87. 4/0 Silk Suture 20 mm Round Needle 4/0 Silk Suture 20 mm Sharp Needle 

99 TS Lot 4 4.87.4.5. 
4.0 metric needle should have a 19/mm, 3/8 triangle or round 

cross-section and sharp body. 
4.0 metric needle should have a 19/mm, 3/8 triangle sharp body 

100 TS Lot 4 4.104. 4.104. Local Anaesthetic Solution and Its sub-items 
This item and its sub-items (between 4.104.1 and 4.104.8)             

have been removed. 

101 TS Lot 4 4.105. 4.105. Topical Anaesthetic Spray and Its sub-items 
This item and its sub-items (between 4.105.1 and 4.105.7)             

have been removed. 

102 TS - 
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